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b s t r a c t
ovel reusable molecularly imprinted polymer (MIP) assembled on a polymeric layer of carboxylated
ly(vinyl chloride) (PVC COOH) formyoglobin (Myo)detectionwasdeveloped. Thispolymerwascasted
the goldworking area of a screenprinted electrode (Au-SPE), creating a novel disposable device relying
plastic antibodies. Electrochemical impedance spectroscopy (EIS), cyclic voltammetry (CV) and Fourier
nsform infrared spectroscopy (FTIR) studies confirmed the surface modification.
he MIP/Au-SPE devices displayed a linear behaviour in EIS from 0.852 to 4.26gmL−1, of
sitive slope 6.50±1.48 (kmLg−1). The limit of detection was 2.25gmL−1. Square wave
ltammetric (SWV) assays were made in parallel and showed linear responses between 1.1 and
8gmL−1. A current decrease was observed against Myo concentration, producing average slopes
−0.28±0.038AmLg−1. MIP/Au-SPE also showed good results in terms of selectivity. The error%
nd for each interfering species were 7% for troponin T (TnT), 11% for bovine serum albumin (BSA) and
for creatine kinase MB (CKMB), respectively. Overall, the technical modification over the Au-SPE was
nd a suitable approach for screening Myo in biological fluids.. Introduction
The selective detection/quantification of proteins, as biomark-
rs of diseases, environmental monitoring, and food control has
een a subject of great interest in the last decade [1]. Biosensors
re emerged in this context as primary tools. They offer many
dvantages suchas lowcost, versatility, goodsensitivity, selectivity,
nd reliability [2,3]. Biosensors based on screen-printed electrodes
SPE) are especially attractive for point-of-care/on-site monitoring
ecause of their small-size and portability. The easy of production
nd low-cost materials involved in the screen-printing technology
ave lead to the massive production of such devices [4]. SPEs are
lso disposable devices, which is an important feature for clinical
pplications.
In general, biosensors are capable of transforming their inter-
ction with specific analytes into an electronic signal. At the core
f this feature is a biorecognition element that is expected to
stablish exceptionally selective interactions with a target analyte.Biorecognition elements include a wide range of macromolecules,
such as enzymes, receptors, ion channel proteins, nucleic acids,
aptamers, peptides or antibodies. These were first from natural ori-
gin but the advances of nanotechnology have come up with many
synthetic versions of these elements [5–7].
The great selectivity of the antibodies has always been a great
advantage for biosensors [8,10,11], a feature that justifies that
most biosensors described in the literature for Myo detection were
immunosensing devices [8,9]. All these display good features in
terms of linear range and selectivity. However, natural antibodies
are also very expensive material, usually produced by an animal
dependent process, and unable to be reused after their first contact
with the target template.
Thus, the great cost of these biorecognition elements in parallel
to their small stability, has led researchers to the design new mate-
rials capable ofmimicking the response of antibodies. This has been
tried out for several decades, with the most successful approaches
using molecular imprint technology [12,7,13].
This is a low-cost and simple approach for designing selective
binding sites in polymeric matrices using the target molecule as
template. This technologyoffers great promise for thedevelopment
of stable artificial bio-sensing elements [14].
Several techniques have been employed in molecular imprint-
ing, differing mainly from the type of interaction between the
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tunctionalmonomer and the template prior to polymerization. This
ay be covalent, non-covalent or semi-covalent nature [15]. Non-
ovalent imprinting is by far the most popular strategy [16] due to
he easy preparation and the wide range of monomers available for
his process. The template may also be introduced in the system
ifferently: it may stand free or be attached to a surface, thus cre-
ting, respectively, 3D or 2D imprinting environments. The former
ne is also called surface imprinting and seems to improve protein
inding kinetics [17], overcoming somedifficulties tomass transfer
nd protein removal in imprinted matrices [13].
Thus, combining surface imprinting with SPE technology seems
n advantageous approach to create new disposable and low cost
iomedical devices. This concept has been applied here by assem-
ling theMIPdirectly on the SPEworking area, havingMyoas target
rotein. Myo can be detected in biological fluids such as serum and
rine. Myo cut-off values in serum range from 100 to 200ngmL−1
9,18,19]. In acutemyocardial infarction (AMI) condition,Myomax-
mum levels are variable; concentrations of 420–600ngmL−1 have
een found in previous studies [18]. After 4–50h of an AMI episode,
yo is also expected in urine [20]. These levels are also rather
ariable and may reach 450mgmL−1 [20,21].
So far, different strategies for Myo detection and quantifica-
ion based on surface imprinting were described in the literature,
ncluding sol–gelmethodsmergedwith self assemblingmonolayer
or potentiometric transduction [6,22], silicon surface grafting [13]
nd thin film/micro contact imprinting mass with spectrometry-
ased profiling system [23], none of these coupling these two
imple concepts of MIP receptors and SPE technology.
Several techniques have beendescribed in the literature forMyo
uantification [24–28]. Electro-analytical techniques [9,19,29–33]
ave concerned considerable attention due to its sensitive, non-
estructive, and rapid electrochemical sensing method.
This research paper describes a new disposable biomedical
evice for monitoring Myo in point-of-care, designed by coating
he conductive working area of a SPE with a PVC COOH film and
ssembling theMIP on top of it. For this purpose,Myowas bound to
he COOH groups after their activation and the MIP designed by
polymeric matrix, amide in nature. This matrix had non-charged
mide groups, polymerized in aqueous environment and was bio-
ompatible toprotein targets. Finally, the templatewas removedby
hemical treatmentas suggested in [34]. Theseveral stepsof surface
odification and the analytical performance of the resulting device
ere controlled by electrochemical techniques and FTIR studies.
he MIP/Au-SPE characteristic towards the quantitative estima-
ion of the Myo concentration was investigated by EIS and SWV,
Fe(CN)6]3−/4− was used as a redox probe. The biosensor showed
ood electrochemical features in terms of response time, sensitiv-
ty and selectivity. This biodevice shows to be a powerful tool for
creening Myo in patients with ischaemic episodes.
. Experimental
.1. Apparatus
The electrochemical measurements were carried out using a
etrohm-autolab potentiostat/galvanostat Autolab PGSTAT302N
nterfaced to computer. The SPEs were purchased from Dropsens,
pain (DRP-C220AT), and had a working gold electrode of 4mm
nda silver flatmaterial acting as pseudoreference. Infrared spectra
ere collected by a Nicolet 67 0 Fourier transform infrared spec-
roscopy (FTIR) spectrometer. Measurements were conducted in
TR (AttenuatedTotal Reflectance)modebyaNicoletATR sampling
ccessory of diamond contact crystal. When necessary, the pH was
easured by a Crison CWL/S7 combined glass electrode connected
o a decimilivoltammeter Crison, pH metre, GLP 22.2.2. Reagents
All chemicals were of analytical grade and de-ionized
water (conductivity <0.1S cm−1) was employed. The
following reagents were employed: Myo from cardiac
muscle (Fluka); PVC COOH (Fluka); 4-(2-hydroxyethyl)-1-
piperazineethanesulfonic acid (HEPES, Fluka); 1-ethyl-3-(3-
dimethylaminopropyl)carbodiimide (EDAC, Fluka); oxalic acid
(Oac, Fluka); N,N-methylenebisacrylamide (NNMBA, Fluka); albu-
min, bovine serum (BSA, Fluka); creatine kinase MB (CKMB, Fluka);
ammonium persulphate (APS, Fluka); potassium chloride (KCl,
Panreac); (hydroxymethyl)aminomethane (Tris, Panreac); potas-
sium dihydrogen phosphate (KH2PO4, Penreac); acrylamide (AAM,
Fisher Bioreagents); N-hydroxysuccinimide (NHS, Acros); tetrahy-
drofuran (THF, Riedel-deHäen); potassium hexacyanoferrate (III)
([Fe(CN)6]3−; Riedel-deHäen); sodium chloride (NaCl, Riedel-
deHäen); sodium phosphate dibasic dehydrate (Na2HPO4·2H2O,
Riedel-deHäen); potassium hexacyanoferrate (II) ([Fe(CN)6]4−)
trihydrate (Riedel-deHäen); and sodium hydrogen phosphate
(Na2HPO4) dihydrate (Riedel-deHäen).
2.3. Solutions
Buffer solutions were 1.0×10−1 mol dm−3 PBS,
1.0×10−1 mol dm−3 Tris or 1.0×10−2 mol dm−3 HEPES. The
pH of the buffer solution was adjusted to the desired value by
adding suitable volumes of either concentrated hydrochloric acid
or saturated sodium hydroxide solution freshly prepared.
Stock standard solutions of Myo were 5.0×10−7 mol dm−3 and
prepared in buffer. Less concentrated solutions were prepared by
accurate dilution of the previous solution in the same buffer.
2.4. Synthesis of biomimetic materials
Theworking area of the SPE (gold)was cleanedbywashing three
times with ethanol. The PVC COOH layer was obtained by casting
on the about 5dm−3 of a solution of 0.021g of PVC COOH dis-
solved in 2.5ml THF. The complete dissolution of the polymer was
achieved by magnetic stirring inside a fume hood. About 5dm−3
of this solution was casted. This solution was let dry for 4h, at
room temperature. To activate the COOH groups, the dry polymer
layerwas incubated for 3h in an aqueous solution of 50mmoldm−3
EDAC and 25moldm−3 NHS. The electrode was then rinsed thor-
oughly with distilled water to remove un-reacted species.
The imprinting stage started by incubating the activated
polymer layer in 5×10−6 mol dm−3 Myo solution, prepared in
0.1mol dm−3 PBS buffer of pH 7.4. The incubation time was set to
4h, at 4 ◦C. After, the electrode was washed twice with PBS buffer
(pH7.4) to remove any exceedingMyo that remainedunbound. The
sensor was then incubated in 0.5mol dm−3 Tris for 30min, in order
to block any activated group left over in the surface. Severalwashes
with deionised water followed this procedure. The polymerization
stage started by adding 1ml of a solution containing 1mol dm−3
AAM and 0.07mol dm−3 NNMBA, in PBS buffer, pH 7.4, and 1ml of
0.06mol dm−3 APS solution, in the same buffer. This polymeriza-
tion was carried out at room temperature for 5h, after which the
sensorwas thoroughlywashedwith deionisedwater several times.
The sites displaying complementary features to Myo were
obtained by extracting the template from the polymer. Strong
acids have the ability to break the protein covalent bonds. For this
purpose, 0.5mol dm−3 solution of Oac was added to the sensory
surface. This was done at room temperature, for 3h. The MIP was
finallywashedandconditioned inphosphatebuffer, pH7.4, inorder
to increase the pH and remove the peptide fractions produced by
Oac treatment. The MIP-SPE was ready to use after washing thor-
oughly with water.
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m.5. Infrared surface analysis
FTIR analysis was conducted in a Nicolet 6700 FTIR spec-
rometer. Infrared spectra were collected under room tempera-
ure/humidity control after background correction. The number
f scans was 32 for both sample and background. X-axis was
avenumber, ranging 600–4000 cm−1, and Y-axis was transmit-
ance (t, %). Resolution was 4000.
.6. Electrochemical measurements
CV and SWV measurements were performed in a solution of
.0mol dm−3 [Fe(CN)6]3−, 5.0mol dm−3 [Fe(CN)6]4−, prepared in
EPES buffer and with pH 5. The selection of this buffer accounts
revious studies [6]. The potential was scanned between −0.2 and
0.4V, at 30mVs−1.
EIS analysis was conducted on the SPE-MIP electrodes.
mpedance readings were performed in the same solution as indi-
ated for CV and SWV, under a standard potential of 0.225V, a
umber of frequencies equal to 50 and amplitude of 0.01V. The
requency range was 0.1–100kHz. The impedance data were fit-
ed to a Randles equivalent circuit using the implemented ANOVA
oftware.
.7. Selectivity study
Selectivity studies were conducted by competitive assay
etween Myo, with a 4.0gmL−1 concentration, and TnT
0.22ngmL−1), BSA (1mgmL−1) and CKMB (5ngmL−1) solutions.
ll these were prepared in HEPES buffer pH 5. These concentration
alues have been selected according to their relative concentration
o Myo in biological fluids.
.8. Serum samples analysis
The performance of the sensor was carried out using synthetic
erum samples spiked with Myo. The serum was 1:10 diluted in
ES buffer and SWV measurements were performed. All assays
ere performed 3 repeated measurements.
. Results and discussion
.1. Chemical assembly of the molecularly imprinted materialThe MIP was assembled on a polymeric film (Fig. 1). This was
he most simple and cheap way of binding the protein to a sensory
aterial enabling a signal transduction. PVC COOH was selected
Fig. 1. Molecular imprintinfor this purpose because carboxylic groups enable the covalent
binding of proteins under mild conditions after carboxylic acti-
vation via carbodiimide chemistry. Furthermore, it is a readily
available and cheap material. The polymer film was obtained by
dissolving the solid polymer in THF and casting 15L of this solu-
tion over theworking electrode of a commercial SPE. This electrode
was made of gold, although any other conductive material would
suite this purpose.
Carboxylic acid groupswere activatedbyEDAC, forming ahighly
reactive O-acylisourea intermediate that follows immediate reac-
tion with NHS. The obtained product undergoes easy nucleophilic
substitution by any amine group in the outer surface ofMyo, result-
ing in the formation of an amide function binding Myo to the
polymer film. The protein molecules remaining in the surface by
electrostatic interaction were removed by thorough washing with
PBS, pH 7. Any carboxylic acid function remaining active was sub-
sequently inactivated by reaction with Tris.
The binding sites were designed by filling the vacant space
around the protein with a suitable polymer. A careful choice of
monomers is crucial for a successful imprinting. In general, any
protein has a complex structure and many potential recogni-
tion sites at their surface, with hydrophobic/hydrophilic regions.
Charged sites, hydrogen bonding and hydrophobic interactions are
all possible in a single protein. Furthermore, the great flexibility of
the protein structure means that it should be polymerized under
almost-native conditions so that its shape would be preserved and
the binding site accurately designed. Acrylamide matrices meet
these criteria [35–38]. They polymerize under mild conditions
and carry uncharged functions that establish hydrogen bonds and
dipole–dipole interactions with Myo [6].
AAM monomers were selected for this purpose. These
monomers were let interact with the protein prior to polymeriza-
tion. This procedure allowed the orientation of the amide groups
towards the sites of the protein with which they would inter-
act more favourably, thus allowing subsequent oriented binding
after template removal. A cross-linker of the same chemical nature
(NNMBA) was also used in order to create a highly reticulated
matrix. This would reduce the flexibility of the polymer and pre-
serve the protein site (as seen in Fig. 1). APS was added to start the
polymerization and the monomers were let react for 5h.
The binding site (MIP, Fig. 1) was obtained after removing the
protein from the imprinted cavity. At this stage, the polymer was a
rigid and stable structure, for which the protein could be extracted
by more or less aggressive treatments. Many approaches may be
followed in the literature for this purpose. In this work, extraction
was succeeded by incubation in oxalic acid, for 3h [6,34]. After the
sensor was washed with PBS buffer, pH 7.4, a condition ensured a
g polymer synthesis.
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tore efficient removal of oligopeptides and free amino acids. After
horough washing with water, the material was ready for rebind-
ng with Myo. As control, a similar procedure was made without a
emplate, thus creating a non-imprinted material (NIM).
.2. Control of the surface modification
All modification steps in the preparation of the MIP were fol-
owedby FTIR analysis. EIS andCV studieswere also used in parallel
s they allow investigating the integrity and proprieties of immobi-
ized organic films on the polymer surface and interfacing surface.
.2.1. Infrared surface analysis
The FTIR spectra were taken at all stages of surface modifica-
ion. This included measuring the typical absorption profile of the
VC COOH (A) film casted the gold surface, the subsequent modi-
cation with Myo (B) and finally MIP (C) itself. The typical spectra
ollected for each may be seen in Fig. 2. The spectrum of gold was
ot included here because it does not provide relevant information
nd it is only used as support of the polymer film. The spectrum of
yo was also evaluated because it provides significant insight into
he presence of Myo in the polymer.
The presence of carbonyl groups (C O) in PVC COOH was
videnced by a strong absorption peak at 1727.8 cm−1. The C H
tretch coming from methylene ( CH2 ) groups in the central car-
on chainwas evident at 2918.9 cm−1. The rocking absorption from
aving more than four methylenes in a row was also marked at
bout 720 cm−1.
The most evident absorption bands in Myo (B) were at 3284.2,
538.2 and 1651.4 cm−1. These could be correlated to the many
unctional groups among the side chains of each amino acid.
onsidering thewavenumber atwhich these occur, it is quite prob-
ble that they come fromalcohol, amine and/or amide groups in the
rotein. The band at 1398 cm−1 correlates well with the hydroxyl
OH) function and that at 1062 cm−1 with the C N stretching.
The presence of protein species attached to the polymeric film
as quite evident by combining the spectra of PVC COOHandMyo
C). Almost all bands belonged to PVC COOH,with the exception of
he three most significant bands from Myo. The large band centred
t 3342 cm−1 suggested the presence of amide groups from the
rotein ( CONH2 ). The two bands at about 1540 and 1650 cm−1
ere also from Myo but of less intensity, a consequence of being in
ower concentration than in the pure solid.
The polymerization step (D) imputed slight alterations in the
TIR profile of the material. These alterations were not significant
ecause only amide functions were introduced, both by monomer
nd cross-linker structures, and they were already there, coming
rom the protein. Overall, the biomaterial displayed an absorp-
ion band near 3294 cm−1 that was assigned to N H stretching
ibration. The C N stretching vibrations could also be observed at
000 cm−1. Still, as the protein had been removed from the poly-
eric structure, it is quite likely that these typical bands of the
mide groups were not from the same source as previously.
.2.2. Electrochemical impedance spectroscopy
The organic modification of a gold SPE surface is expected
o change the electrical output of the solid-state probe. These
hanges can be observed by monitoring the alterations in the
lectrical transfer of a well known redox system, such as
Fe(CN)6]4−/[Fe(CN)6]3−. Several electrochemical approaches may
e used for this purpose, being EIS one of the most sensitive.
EIS evaluates the changes in resistance of the polymer sur-
ace along each modification step. The Randle’s equivalent circuit
as adopted to model the process in the gold surface. This cir-
uit was composed by the resistance of the solution phase (RS),
he capacitance of the double layer (Cdll), the charge-transferresistance (Rct) and the Warburg diffusion element (W) from the
bulk solution to the electrode interface. Typical plots may include a
semicircle region lying on the real axis followed by a straight line.
The semicircle is observed at high frequency range and implies a
charge-transfer controlled process. The diameter of this semicir-
cle equals the Rct, and this resistance controls the electron transfer
kinetics of the redox probe at the electrode interface [39].
The EIS spectra by this Randle’s equivalent circuitwere recorded
for every step of the gold SPE surface modification and the results
were presented as Nyquist plots (Fig. 3A). The gold SPE coated with
a PVC COOH membrane displayed high electron transfer resis-
tance due the PVC COOH layer casted on the gold. This behaviour
was already expected, owing the absence/weak electrostatic inter-
actions between the uncharged carboxylic acid groups ( COOH)
of the polymeric layer and the negatively charged redox probe. It
was also likely that the PVC backbone of the polymer film acted
like an insulating layer, thus reducing the electrical transfer across
the Au surface. The subsequent activation of the carboxyl group
produced a neutral ester intermediate. This newly formed neu-
tral surface acted similarly to the previously mentioned neutral
carboxylic functions: the absence of electrostatic interactions hin-
dered the electron transfer process mediated by the negatively
charged redox probe. The next stage was protein binding that also
hindered the electrical transfer, reflected here by the increasing
impedance values of the EIS spectra. Although Myo is positively
charged under the pH condition of the redox probe solution (its
isoelectric point is ∼7), its size and packing over the surface must
have contributed to this observation. This stage was followed by
the polymerization reaction, producing again an additional barrier
for the redox probe access to the gold SPE modified electrode. This
resulted in an extra increase in the electron transfer resistance,
reflected by further substantial increase in Rct. This subsequent
increase in charge transfer resistant is consistent with the several
modification steps imposed to the gold SPE surface.
3.2.3. Cyclic voltammetry
CV assays are not as sensitive as EIS but may serve as an addi-
tional confirmation of the chemical modification introduced on a
gold surface. Overall, the results obtained supported the previous
electrochemical studies (Fig. 3B). The application of PVC COOH on
gold resulted in a more irreversible electron transfer process due
to the small current intensity and the high peak-to-peak potential
separation of a typical iron redox probe over a clean Au surface.
All the subsequent immobilization steps on the PVC COOH film
decreasedor annulled the anodic/cathodic peaks of the redoxprobe
and promoted further increase in peak-to-peak separation (when
they existed), reducing the overall area of the voltammograms and
accounting for the increased charge-transfer resistance on the gold
surface. In the voltammograms where the cathodic and anodic
peaks or the redox probe is not presented, the reaction of the redox
probe was of irreversible character.
3.3. Analytical features under electrochemical readings
Nyquist plots and the corresponding calibration curves obtained
from MIP/Au-SPE devices with different concentrations of Myo are
shown in Fig. 4. The EIS assays were conducted in HEPES buffer, pH
5, with 5.0mol dm−3 [Fe(CN)6]4−/[Fe(CN)6]3−, at a standard poten-
tial of 0.225V, with a number of frequencies equal to 50 and an
amplitude of 0.01V. The frequency range was 0.1–100KHz.
The electron transference resistance Rct controlled the elec-
tron transfer kinetics of the redox probe at the electrode interface,
which was relative to the concentration of Myo. The diameter of
the semicircle increased with the increasing of Myo concentra-
tion, meaning that Myo was binding to the imprinted material
on the gold SPE/PVC COOH surface. The results showed a linear
Fig. 2. FTIR analysis. (i) PVC COOH; (ii) myoglobin; (iii) protein attach; (iv) MIP.
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ehaviour resistance versus Myo concentration, of positive slope
.50±1.48kmLg−1. This linear response was observed from
.852 to 4.26gmL−1. The limit of detection was 2.25gmL−1
Fig. 4).
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tig. 5. Calibration curve and square wave voltammograms obtained in 5.0mM [Fe(
olutions (in gmL−1).
tudies. Readings were carried out with amplitude of 0.15V and
can rate of 30mVs−1. The maximum peak of the blank was
ocated at 0.139V, and corresponded to the oxidation potential
f Fe(II). This peak shifted slightly to higher potentials as the
oncentration ofMyo increased. Thiswas consistentwith the exist-
nce of a more difficult electrical transfer through probe when
n increased concentration of Myo is present. Results showed lin-
ar slope −0.28±0.038AgmL−1 decrease proportional to Myo
oncentration between 1.1 and 2.98gmL−1 (Fig. 5). In all mea-
urements the repeatabilitywas always less than 5%. The biosensor
s stable during 4 weeks and is reusable after with 3 consecutive
alibrations curves, after rinsed with buffer several times along
0min.
For comparison purposes, a non-imprinted polymer mate-
ial (NIP) based device was also tested. The calibration curves
btained in SWV showed linear slopes of −0.177AmLg−1
etween 1.70 and 2.98gmL−1 Myo. EIS calibration curve showed
inear slopes of 1.39kmLg−1 and linear behaviour down to
.29mLg−1. Compared to the MIP devices, the overall results
emonstrate the importance of including imprinted sites over the
aterial in order to enhance the sensitivity of the determina-
ion. Overall, the NIP-device demonstrated lower sensitivity than
he MIP one, revealing that the non-specific interaction between
he polymer and template did not control the electrochemical
esponse.
.4. Selectivity
The interfering species tested were proteins that coexist with
yo in serum and their concentrations were selected according to
heir relative levels in biological fluids [40–43]. Cardiac biomarkers
uch as TnT and CKMB and a protein present in a biological fluids
SAwere selected. A competitive assaywas used to test their inter-
erence in the response of the sensor to aMyo level lyingwithin the
inear response range. A concentration of Myo equal to 4.0gmL−1
as selected for this purpose. This test was carried out along time,
n order to reach the equilibrium between the binding sites of
he sensory surface and the competition between Myo and inter-
ering species for these binding sites. Each assay was conducted
n a different Au-SPE/MIP sensor, avoiding a cross contamination
rom adsorbed Myo or interfering compound. The time and % error
ound for each interfering species were, respectively, 5min and
% for TnT, 15min and 11% for BSA and 15min and 2% for urea,
espectively. In all measurements the repeatability was always less
han 5%.and 5.0mM [Fe(CN)6] in MES buffer pH 5 with different concentrations of Myo
3.5. Sensor response to synthetic serum samples
Myo were determined in spiked diluted (1:10) synthetic serum
samples and SWV measurements were performed. The sensor
exhibited linear behaviour in range from 1.16 to 3.86gmL−1
(Y=3.345−0.1372X). The response timeof the sensorwas obtained
in <120 s. In all measurements the repeatability was always less
than 5%.
4. Conclusions
A new sensory MIP material was presented and allowed the
preparations of a disposal biomedical device forMyo screening. The
use of a polymer film to assemble the MIP allowed the use of this
concept to any other conductive material of any other commercial
size/configuration SPE. The biosensor was based on electrochem-
ical transduction: EIS and SWV offered simplicity in designing,
low response time, good precision, high accuracy, and low limit
of detection.
Compared toother biosensorsmadewithnatural antibodies, the
MIP/Au-SPE showed similar analytical features especially concern-
ing the ability to show linear ranges within the biological levels
of Myo and good selectivity against other concomitant proteins.
Furthermore, MIP/Au-SPE showed excellent properties in terms of
robustness, reusability, response time and stability and these char-
acteristics were incomparable with the natural sensing materials.
Overall, this method is considered simple, of low cost, and
inexpensive and a suitable alternative for fast screening Myo in
point-of-care. The major critical step of this work comes from
the PVC membrane. The thickness cannot be controlled and other
approach could be explored.
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